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Abstract: “Wear a mask. Save lives” is the slogan of WHO and all the government agencies over
the world to the public. One of the most adopted prevention measures that can limit the spread of
the airborne virus in the form of respiratory viral diseases, including the new strain of COVID-19,
is wearing a proper mask. If the mask surface is heated to 65 to 70 ◦C, it could help potentially
diminish any viruses or bacteria accumulated. The FAR-Ultraviolet -C (FAR-UV-C) dose for the
influenza limit to 254 nm light is ~3 mJ/cm2/hour exposure is not harmful to the human skin and
eyes. Here, we propose an intelligent mask served by FAR-UV-C and conducting a yarn-based heater
that could potentially be activated in a controlled manner to kill the virus. The effective irradiation
intensity for skin application would be under 0.1 µW/cm2. The exposure risk of UV-C is technically
prevented by fabricating multi-layered fabrics with multiple functionalities. Along with experimental
validation on bacterial filtration efficiency (BFE), tinker cad simulation for circuit design, and comsol
multiphysics for temperature profile study, we probed Moisture Management Test (MMT) in addition
with cytotoxicity risk by MTT Assay for survivability to ensure safer application potential. This novel
proposed design with the germicidal combination of heating and FAR-UV-C models, described here,
is promising in retaliating and combating any airborne viruses.
Keywords: healthcare; COVID-19; germicidal face mask; FAR-UV-C LED; conducting yarn-based
heater; MMT; antibacterial; cytotoxicity
1. Introduction
An airborne virus is transmitted mainly through aerosols. It stays infectious for a
more extended period and distance due to suspension in air, and causes soreness in the
throat, sinuses, lungs, and nose. Such viruses include measles, chickenpox virus, my-
cobacterium tuberculosis, influenza virus, and, commonly, coronavirus, adenovirus, and
possibly respiratory syncytial virus [1]. The worst flu pandemic in the history of the world
due to its airborne nature was the Spanish flu influenza pandemic (1918–1919), caused by
the H1N1 virus. A similar flu pandemic occurred in 2009 in the US, initially known as
swine flu, also caused by the novel influenza virus H1N1 [2]. COVID-19 infects the human
race according to three categories: symptomatic, pre-symptomatic, and asymptomatic. To
reduce the rapid spread of the new strain of COVID-19, there is an urgent need to develop
intelligent and efficient genocidal masks and personal protection equipment (PPE). To
prevent the transmission of respiratory droplets and contact routes dominantly by mouth,
eyes, nose, and hands indirectly, social distancing, frequent hand sanitation, and mask use
have been advised [3,4]. N100 respirators were developed for filtering up to 99.97%. Even
the omission of 0.03% confidence is a matter of grave concern. Research has been carried
out on top priorities to ensure close to 100% PPE for occupational protection [5], apart
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from developing the vaccine. Wearable e-textiles could trigger micro-Ultraviolet-C (UV-
C) LEDs [6]. Electrically conductive yarn-based heaters maintain traditional knitwear’s
properties and provide comfort. The surface temperature must be within the limit for the
human body, placed away from the skin, can be washable and have reusability, provide
electrical insulation, etc. [7]. The physical parameters of the heating element depend upon
the total amount of electrically conductive yarn row and column [8]. The International
Ultraviolet Association (IUVA) believes that the correct dosing could eradicate the virus
causing COVID-19, SARS-CoV-2. The UV-C light breaks down the virus’s genetic ma-
terial in milliseconds [9–11]. Microorganisms of the size of 0.3 microns enter the UV-C
Sterile Vortex (helix-shaped filter). With the help of UV-C light, it annihilates 99.9% of
the continuing 5% on a DNA level, the output of which gives air that is not just clean but
also medical-grade, sterile, and maintains total filtration efficiency to 99.99% [12]. Oracle
Lighting proposes a new Antimicrobial Irradiation Respirator (AIR device), a wearable
UVGI mask sanitizer system [13]. Conventional UV-C products use low-pressure mercury
lamps with energy from the 254 nm wavelengths for their effective germicidal property.
UV-C LEDs, which are innovative to the upcoming market, are generally 260 to 280 nm.
The exposure risk of UV-C is technically prevented by fabricating multi-layered fabrics
with multiple functionalities, while the conductive yarn layer is embedded with UV-C
micro germicidal LEDs. A combination of heating and UV-C will give a more efficient and
faster response [14]. Economic nano-dyeing is preferred for better comfort in common
cotton fabrics, with very low cytotoxicity, moisture management properties, and a very
high ultraviolet protection factor (UPF > 48). Even low GSM Nomex shirting fabric is com-
mercially processed with UPF > 95 [15,16]. Nano Alumina (Al2O3) and Titanium dioxide
(TiO2) are added for their antimicrobial properties and thus may inhibit bacterial growth.
According to US EPA, under the EU criteria, nano Al2O3 were very toxic to the bacteria
and [17]. Aluminum (Al) is the only material that has a high reflectivity for ultraviolet
rays. The inner layers of fabric with a high UV protection factor will protect the user.
Wearable e-textiles and tiny microprocessors trigger the conducting yarn-based heater with
FAR-UV-C LED. Many research works are going on germicidal masks using either heat
technology or UV-C technology individually or one after another. Using the UV-C technol-
ogy in portable form with real-time use by the wearer is proposed here. This technology
is already commercialized with medically approved by CDC, NIOSH, and OSHA-like
organizations. In our proposed method, both technologies are applied simultaneously with
tiny microprocessors with battery form in simulation environments with the theoretical
calculation. Some parts were experimentally analyzed for data validation and optimization
to match the existing technologies without human trial.
This piece of research work was elaborated in four segments. Motivation with a
background survey of this work is in the 1st Segment, the Introduction. The technological
advancement with detailed working principles, layer placement, and circuitry analysis
are in Segment 2 (Sections 2.1 and 2.2). The results of the research work with relevant
discussion, safety, and efficiency of the proposed mask are in Segment 3 (Section 3.1 to
Section 3.4). This research work was concluded in Segment 4 (Conclusions), followed by
the Reference Section.
2. Technological Advancement
2.1. Proposed Design with Material Details
The overall technological advancement structure of the germicidal mask is in Figure 1.
The proposed protective mask contains four layers with height, width at mouth position,
and depth is at 10 cm, 5 cm, and 6 mm, respectively. The layers of the mask have different
thicknesses concerning their material composition and protection limit. They are L1, L2, L3,
and L4. The outer L1 is a protective water repellent synthetic fabric, preferably polyester or
nylon dyed/coated with TiO2 (Titanium dioxide). These fabrics were available and, after
dyeing, stitched into the mask (Juki DDL-5550 Lock Stitch Industrial Sewing Machine) in
the department of garment manufacturing laboratory, textile engineering department, CET,
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Bhubaneswar, India. We have dyed the cotton fabric with reactive dyes along with 0.5 to
3% of nano-TiO2, as reported in detail by khandual et al. They have superior reflecting



























igure 1. (a) Overall structure of th germicidal face mask for airborne vi us; ( ) identity card- ased
face mask control device.
The thickness of L1 is 0.5 mm. These will reflect again the UV emission produced by
UV-C LED embedded in the L2. The high UV-C Protection Factor (UPF) above 49 with UV
blocking efficiency above 98% was targeted. The UPF is well above 45 after seven times
multip e washes. The L2 was mad with FAR-UV-C LED for killing harmful pathogens
by the action of heat and germicidal FAR-UV-C omission for the prescribed time in a
controlled manner. This L2 is specifically made with cotton/polyester dyed/coated along
with Al2O3 (Alumina). The heater is designed and stitched using silver plating compound
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yarns (SPCYs); these heating yarns are composed of a mesh of Polyester filament and
micro metal conductive fibers, and are flexible. Hence, they are not affected by common
washing cycles. Aluminum is the only material with high reflectivity for UV rays and has
antimicrobial properties that inhibit bacterial growth. The L2 is prepared with a reflective
alumina nano-dyed surface opposite of the exposure window of UV-C light. The thickness
of this layer is 0.7 mm. In L3, the non-woven fabric components are used as micron-level
filters for dust, microparticles, and pathogens. The thickness of the L3 layer is 4.3 mm.
This L3 gives perfect thermal insulation and UV-C protection to L4 and, most notably,
to face skin. The L4 is also made with cotton dyed/coated and TiO2 with a thickness of
0.5 mm. The specifications of this layer will be 100% cotton, plain woven scoured, bleached,
and mercerized fabric with specifications: ends per Inch (EPI): 95, Picks per Inch (PPI):
70. Warp count: 38 Ne, Weft count: 33 Ne, GSM: 100 g/m2, Tensile strength: 28 Kgf,
Elongation at break around 24 mm, bending length 130 mm with an increase in recovery
angle around 75 ◦C.
An IoT-based untouchable sensor device is proposed to keep the wearer safe from
airborne viruses and super spreaders. Available Safe Space device using UWB radio-based
technology is one of its kind. Figure 2b depicts an identity card-based facemask controller
device with microwave-based motion sensor (rcwl-0516 microwave proximity) including
Arduino nano 3.0 processing board, Bluetooth module (BC-417), and 2.4 GHz wireless
transceiver module (NRF24L01). For automated safety unit to keep the wearer in a safe
zone. A microwave-based motion sensor is used to detect the dead zone distance between
a human being up to 2 m, and the response immediately communicates to the mobile
phone through a Bluetooth module. If someone reaches the dead zone, the signal will alert
the wearer to maintain distance until the safe site. If someone gets a distance of 1.5 m,
the IR-based non-contact temperature sensor (GY-906 IR, Gandhinagar, Gujurat, India)
will activate to take the instant body temperature of the person. Above the safety zone
temperature (98 ◦F or 36.66 ◦C), the face mask control device automatically switches on the
UVC LED for sanitization by saying, ‘sanitization will be carried out within 5 min. Please
remove the mask for safety precaution’ to the mobile device. The mask has to be removed
from the face. The conducting yarn-based heater and the UVC light will be in ON state for
25 min. The heater will be ON until the temperature reaches 70 ◦C, then the heater will be
in OFF mode and ON again if the temperature is below 65 ◦C. This germicidal process will
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ties. The  real‐time sensing data will be extracted  from Arduino UNO with  the help of 
Figure 2. Arduino-based UV-C and conducting yarn- ase eater for Germicidal Face Mask: (a) simulation-based circuit
diagram using Tinkercad; (b) experimental-base circuit diagram, (c) Simulink block diagram for controlling output signals
for con ucting yarn-based heater and the FAR-UV-C LED.
2.2. Controlling Circuit Detail
The significant challenges in this proposed mask are the adverse effect of UV-C light.
The heat is generated from the conducting yarn-based heater and proper controlling circuit
for stable operation. To prevent the airborne virus, 100% germicidal properties of the mask
are essential. Some of the methods adopted here include a precise temperature control of
the heater at 70 ◦C for 30 min, and, at the same time, for the user to turn ON the UV-C LED
for 5 min and OFF for the remaining 25 min. The proposed circuit s own in Figure 1 is
takes Arduino Flora for wearable purposes. However, to view the circuit and placement
before it becomes wearable, Arduino UNO has been implemented in the circuit. This is
depicted in Figure 2. Two numbers of LM35 temperature sensors were implemented in
different layers to sense the temperature in a precise manner. For simplicity and ease of
use, a browser-based online 3D modeling program called Tinkercad was used to construct
and test the circuit before implementation.Figure 2a depicts the proposed circuit design,
whereas Figure 2b shows the practical model of the design with a fabric heating pad and
260 nm UV-C LED.
For primary design, 16 × 2 LCD was implemented to visualize the exact temperature
of both the heater (L2) and face (L4). LM35 senses the temperature value, and their analog
proportional output data values are fed to Arduino analog data output pins of A0 and
A1. The microprocessor programming then converts the analog values into temperature
data values. These data values are again compared with prescribed set points to simulate
the programming and experimental operation smoothly. The set points are 65 ◦C to 70 ◦C
for L2 and 20 ◦C to 35 ◦C for L4. The L2 temperature was maintained between 65 ◦C to
70 ◦C to annihilate the airborne virus. Additionally, the L4 temperature was maintained
between 20 ◦C to 35 ◦C for comfortable use of a mask for a more extended period from the
inner side.
Programming is carried o t to main ain the se point accurat ly. Th fluctuation in th
temperature values from their desired set point values creates a response signal which turns
the heater either ON or OFF depending upon the lower or higher set point values. In the
outer heater temperature, the heater turns OFF if the temperature value rises above 65 ◦C.
The corresponding LED, which has connected in parallel with the heater, can visualize
the ON and OFF mode of the heater. The turning ON of the UV-C LED depends on the
heater temperature as the set point value of 70 ◦C energizes the UV-C LED and below the
set point, thus turning the UV-C LED OFF. In the proposed model, FAR-UV-C LED light
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with a wavelength of 222 nm has preferably been used for better germicidal properties.
The real-time sensing data will be extracted from Arduino UNO with the help of Simulink.
It has been implemented to accurately track the set point values by implementing a biasing
deal to the model precisely. This helps the programmer model a specific piece of work
independently from Arduino, an open-source electronics platform. The live link data
values from sensors work and are controlled by the Simulink model alone without giving
any extra effort. The detailed Simulink model is depicted in Figure 2c. In Figure 2c, four
output blocks are displayed. They are designed in such a way that they only give accurate
conversion outputs from the modeling.
According to International Commission on Non-Ionizing Radiation Protection (IC-
NIRP), the UV-C dose for coronavirus and other seasonal viruses such as influenza limit to
254 nm light with the dose is 23 mJ/cm2 per 8 h or ~3 mJ/cm2/h exposure. Continuous
FAR-UV-C exposures at this intensity will result in 90% viral inactivation in around 8 min.
A total of 95% viral inactivation is achieved in almost 11 min, 99% inactivation in about
16 min, and 99.9% inactivation in about 25 min. Increasing the intensity by two will result
in these disinfection times while maintaining safety [18]. The major apprehension from
industry experts about FAR-UVC is inadequate testing on humans. During trials on mice, it
was proved with no long-term side effects. Therefore, there are restrictions to the quantity
of UV energy in a space. This requires FAR-UV-C to drive at an extremely low dose over a
lengthy period. The FAR-UVC technology is new to the market. Due to the difficulty in
manufacturing efficient FAR-UVC LEDs and the limitation of the fabrication process with
the industry-standard epitaxial techniques, there is an inadequate product available to use.
Therefore, we are experimenting with commercially available 260 nm UV-C LED with a
dose of 8 mJ/cm2 for a 5 min duration. The entire circuit is assembled in a ring-type holder
with a battery case, as shown in Figure 1, and placed with the ventilation cap of the mask.
3. Results
In the experimental setup, the 260 nm UV-C LED with 8 mJ/cm2 dose is set to glow
for 5 min ON time and 10 min OFF time and repeat the process until the heater is in OFF
mode or the circuit is in shutdown mode. Figure 3 analyzes the temperature profile of the
outer layer surface and the change in temperature of the mask at different layers with the
conducting yarn-based heater. The face of the heating element is towards the outer layer of
the mask and the temperature varying from 70 ◦C to 64.3 ◦C on the surface of L2 as shown
in (Figure 3a). However, the fabric temperature drops significantly from 65 ◦C to 35 ◦C at
L3 of the mask and further drops from 35 ◦C to 20 ◦C in L4 as shown in (Figure 4). Figure 4
depicts the entire mask temperature profile at both inner layer (Figure 4a) and outer layer
(Figure 4b), respectively. For the duration of 30 min and 20 ◦C inner mask temperature,
water vapor saturation pressure and the moisture content is 2.34 × 103 Pa and 7.25 × 10−3,
respectively. Similarly, at same time duration and 70 ◦C outer temperature, the water vapor
saturation pressure and moisture content are 3.12 × 104 Pa and 0.11 Pa, respectively for
a 30 min duration in a comsol simulation environment as the simulation platform gives
a perfect track of temperature at each layer. It also enables researchers/manufacturers to
design an ideal layered mask with proper thickness. For 30 min with 20 ◦C inner mask
temperature, water vapor saturation pressure and the water content is 2.34 × 103 Pa and
73%, respectively. Similarly, at the same time duration and 70 ◦C extreme temperature, the
water vapor saturation pressure and water contents are 3.12 × 104 Pa and 11%, respectively.
The MMT study also noted that the water content in the Inner layer was 19% with a wetting
time of 8.938 s and 96% with a wetting time of 119.953 s, respectively.
(0.018 P)/(0.029 (P − p)) = ((0.62 p))/((P − p))) (1)

















Figure 3. (a) Temperature profile of the ask at outer surface at L1; (b) total temperature with respect


















Figure 4. Temperature profile of th mask: (a) Inner layer at 20 ◦C; ) outer layer at 70 ◦C.
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Equation (1) found in [19,20], the total atmospheric pressure, water vapor pressure,
and room temperature pressure variation are denoted as P, p, and (P − p), respectively. At
room temperature, the (P − p) value is nearly equal to P ~105 Pa. As per the mathematical
calculation, the moisture concentration in the air is the function of (0.62 × 105 P)/~105.
By applying the values in Equation (1), the calculated and simulated moisture concen-
tration obtained 0.62 mol/m3 and 0.48 mol/m3 for the inner layer and 7.75 mol/m3 and
5.47 mol/m3, respectively, for the outer layer. Figure 5 depicts the above elaboration both










































Figure 5. Total moisture concentration of the mask: (a) inner layer is 0.48 mol/m3; (b) outer layer is 5.47 mol/m3.
3.1. Safety and Efficiency of the Proposed Mask with Respect to Temperature
The L3 made up of non-woven material. Thus, L3 layer acts as a transient thermal
barrier by regulating the heat radiat d from the heater l ye to the inner layer L4 of the
proposed mask. This helps the wearer to wear the mask in any adverse environmental
situation [20].
3.2. Safety and Efficiency of the Proposed with Respect to UV-C LED
UV-C LED in between 180–270 nm is germicidal. From the experimental procedure
and ICC-RTqPCR test on HCoV-OC43, it is observed that 260 nm UV-C with exposure
of 8 mJ/cm2/h would have a 99% effect for viral inactivation in ~5 min. A low dosage
of 2 mJ/cm2 f 222 nm UV-C LED has the efficiency to annihilate the airborne influenza
virus (H1N1), whereas dosages at 1.7 mJ/cm2 and 1.2 mJ/cm2 the human coronavirus
from group alpha (HCoV-229E) and beta (HCoV-OC43) are inactive. For the continuous
FAR-UV-C exposure of 3 mJ/cm2/h recommended for viral inact vation of 99.99% in
~25 min [18]. In this case, the effective irradiance of UV-C device is weighted against the
effective spectral peak curve of 260 nm. The effective irradiance effect of the UV-C device
was calculated from Equation (2) [18–20]. The spectral irradiance, relative effectiveness,
and bandwidth are denoted as Eλ, S(λ), and ∆(λ), respectively.
Ee f f =
∫ 270 nm
180 nm
Eλ S(λ) ∆(λ) (2)
For the surface disinfection applications, the UV dosage is the product of irradiance
and their exposur t me. Equation (3) denotes t UV dosages for surface disinfection [21].
D = E_λ.t (3)
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where D (mJ/cm2) is the dose, E_λ. (µW/cm2) is the irradiance, and t is time in seconds.
From Equation (3), one can easily calculate the spectral irradiance and relative effectiveness
of UV-C dose. The lowest dose for HCoV-229E and HCoV-OC43 are 1.7 mJ/cm2 and
1.2 mJ/cm2, respectively, with irradiance value 0.13 µW/cm2 and 0.08 µW/cm2. The
effective and safe irradiation intensity for the skin application should not be increased
above 0.1 µW/cm2. The peak intensity limit to 0.5 µW/cm2 was suggested for irradiation
time of 8 h/day [20,22,23]. Hence, the use of FAR-UV-C LED is safer for a wearer with a
continuous radiation up to 25 min to inactivate the aerosolized alpha coronavirus 229 E
and beta coronavirus OC43 to the extent of 99.99%.
3.3. Bacterial Filtration Efficiency (BFE)
Common filtration efficiency was checked in the range of 1–5-micron aerosol sizes [24]
as it covers the majority of human-viable infectious viruses in aerosols. We have conducted
the ASTM F2101-19 Standard Test Method for Evaluating the Medical Face Mask Materials,
Using a Biological Aerosol of Staphylococcus aureus. The mean of three readings was
found to be 96.25. The conditions are as follows.
ASTM F2101-19:
Biological Aerosol: Staphylococcus aureus;
Area contacting with the bacterial Challenge: Inside the mask;
Mean particle size of the challenge Aerosol: 3 µm ± 0.3 µm;
Test Area: 50 cm2 Approx.
3.4. Moisture Management Tests (MMT), Antibacterial and Cytotoxicity Analysis
The moisture management tests were carried out in MMT, SDL atlas. The improved
moisture management properties are seen in the case of TiO2, followed by Al2O3. It
establishes a significant variation in water penetration levels between controlled and treated
samples. The antibacterial effect on clothes embedded with TiO2 and Al2O3 nanoparticles
dyed with different bacterial strains is considered. No inhibition zone was found with
clothes dyed with 1% and 3% nanoparticles in a controlled environment. It happens due
to nanoparticles being firmly attached to the fibers of the clothes. It is also physically
interpreted. To study the cytotoxicity, TiO2 and Al2O3 nanoparticles were dyed at various
concentration levels: 1%, 2%, and 3% shades of the fabrics with reactive remazol dyes,
along with nanoparticles concentration ranges (0.01%, 0.02%, and 0.03% weight of the
fabric) [15,16,24]. The modification in morphology and their effect on the viability of skin
cell lines are analyzed. The human squamous epithelial cell line A431 cells were cultured
in Dulbecco’s Modified Eagle Medium supplemented with 10% fetal bovine serum, 2 g/L
sodium bicarbonate, and 2 mm l-glutamine. A431 cells were cultured with 5% CO2 in an
air atmosphere at 37 ◦C in a humidified incubator. A431 cells showed their survivability in
order TiO2 > Al2O3 at all impregnation concentrations by exposing the cells for 24 h. The
MTT assay results supported the morphological analysis where the cell viability decreased
to 86% and 55% at 0.03% impregnation of TiO2 and Al2O3 nanoparticles, respectively [16].
MTT assay for survivability was conducted again for 0.01%, 0.02%, and 0.03% Nano- TiO2
and Al2O3-treated cotton, and three sample means and the standard deviation were given
in Table 1 below. Hence, 0.01%, 0.02% levels of TiO2-treated cotton would be safer in
application in terms of cytotoxicity. The degree was in order TiO2 > Al2O3. The absorbance
was taken at 570 nm in an enzyme-linked immune sorbent assay (Elisa) plate reader
(Epoch, Biotek, Germany). Additionally, the feasibility of the cells decreases by 10% at a
lower percentage of nanoparticles. The moisture management tester concludes that the
TiO2-treated fabric is a moisture management fabric with a minimal cytotoxicity risk [15].
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Table 1. MTT assay for survivability: 0.01%, 0.02%, and 0.03% Nano- TiO2 and Al2O3-treated cotton.
TiO2 Average Stdev.
Control 100.00 100.00 100.00 100.00 0.00
0.01 98.14 98.20 96.82 97.72 0.78
0.02 92.12 86.56 88.14 88.94 2.87
0.03 87.34 86.63 83.78 86.00 1.88
Al2O3
Control 100.00 100.00 100.00 100.00 0.00
0.01 69.31 66.67 64.90 66.96 2.22
0.02 61.90 65.31 62.82 63.34 1.76
0.03 44.71 55.85 54.97 51.84 6.19
4. Conclusions
Sooner or later, a newly designed future innovative mask will likely come about. The
situation demands that it must kill any fatal viruses, and not just protect against them. We
proposed here a new concept with a theoretical and experimental background: the FAR-
UV-C light, being one of the most established techniques for quicker and safer disinfection.
Most importantly, the FAR-UV-C-LED irradiation efficiently eradicates pathogens without
harming the human cells or tissue. A low dose of 2 mJ/cm2 of 254 nm FAR-UV-C-LED
has the efficiency to annihilate airborne influenza virus (H1N1), and human coronaviruses
from group alpha (HCoV-229E) and beta (HCoV-OC43). They seem promising with the
sciences of textile materials, which could ensure safety with stability in the long run. The
experimental validation on bacterial filtration efficiency for three microns was found to
be 96.25%. The proposed design was conceptualized and explained in thinker cad. The
heat generation profile by using the conducting yarn-based heater was analyzed in the
comol multiphysics model. TiO2 nano-dyed fabric layers were designed to ensure a high
UV protection factor; outer and inner layer UPF were found to be above 49 and the UV
blocking efficiency above 98%. The Moisture Management Test (MMT) and cytotoxicity
risk by MTT Assay for survivability ensure safer application potential using TiO2 at 2%
shade, not Al2O3. This novel proposed design with the germicidal combination of heating
and FAR-UV-C models, described here, is promising in retaliating and combating any
airborne viruses. It could have a synchronous effect of both far UV-C and heat; about 70 ◦C
could be attended to quickly, and controlled as per the user’s wish. Interestingly, the IoT
enabling technologies, intelligent control, and research would be augmented too in this
proposed design.
Author Contributions: Conceptualization, P.P. and H.P.T.; methodology, P.P. and W.H.; software, P.P.;
validation, P.P.; formal analysis, W.H.; data curation, A.K.; writing—original draft preparation, H.P.T.
and A.K., writing—review and editing, P.P., W.H., A.K. and H.P.T.; visualization, A.K. and H.P.T.;
supervision, W.H. All authors have read and agreed to the published version of the manuscript.
Funding: This research received no external funding.
Institutional Review Board Statement: Not applicable.
Informed Consent Statement: Not applicable.
Data Availability Statement: Data sharing not applicable.
Conflicts of Interest: The authors declare no conflict of interest.
References
1. Brain, J.D.; A Valberg, P. Deposition of aerosol in the respiratory tract. Am. Rev. Respir. Dis. 1979, 120, 1325–1373. [CrossRef]
[PubMed]
2. Barro, R.J.; Ursúa, J.F.; Weng, J. The Coronavirus and the Great Influenza Pandemic: Lessons from the “Spanish Flu” for the Coronavirus’s
Potential Effects on Mortality and Economic Activity; 0898-2937; National Bureau of Economic Research: Cambridge, MA, USA, 2020.
3. Coronavirus Update (Live): 96,095,456 Cases and 2,051,742 Deaths from COVID-19 Virus Pandemic—Worldometer. Available
online: https://www.worldometers.info/coronavirus/ (accessed on 6 October 2020).
Materials 2021, 14, 6999 11 of 11
4. Watkins, J. Preventing a COVID-19 pandemic. BMJ 2020, 368, m810. [CrossRef] [PubMed]
5. Gardner, P.D.; Eshbaugh, J.P.; Harpest, S.D.; Richardson, A.W.; Hofacre, K.C. Viable Viral Efficiency of N95 and P100 Respirator
Filters at Constant and Cyclic Flow. J. Occup. Environ. Hyg. 2013, 10, 564–572. [CrossRef] [PubMed]
6. Amichay, R.; Harash, R.; Ayyub, R.; Heller, J.; Kasolowsky, R. Self-Cleaning Mask Can Kill Viruses with Heat from Phone Charger,
Researchers Say. Reuters. 2020. Available online: https://uk.reuters.com/article/uk-health-coronavirus-israel-mask/self-
cleaning-mask-can-kill-viruses-with-heat-from-phone-charger-researchers-say-idUKKBN23O11J (accessed on 4 October 2020).
7. Shi, J.; Liu, S.; Zhang, L.; Yang, B.; Shu, L.; Yang, Y.; Ren, M.; Wang, Y.; Chen, J.; Chen, W.; et al. Smart Textile-Integrated
Microelectronic Systems for Wearable Applications. Adv. Mater. 2019, 32, e1901958. [CrossRef] [PubMed]
8. Ismar, E.; Bahadir, S.K.; Kalaoglu, F.; Koncar, V. Futuristic Clothes: Electronic Textiles and Wearable Technologies. Glob. Chall.
2020, 4, 1900092. [CrossRef] [PubMed]
9. Beck, S.E.; Rodriguez, R.A.; Hawkins, M.A.; Hargy, T.M.; Larason, T.C.; Linden, K.G. Comparison of UV-Induced Inactivation
and RNA Damage in MS2 Phage across the Germicidal UV Spectrum. Appl. Environ. Microbiol. 2016, 82, 1468–1474. [CrossRef]
[PubMed]
10. Sabino, C.P.; Ball, A.R.; Baptista, M.S.; Dai, T.; Hamblin, M.R.; Ribeiro, M.; Santos, A.L.; Sellera, F.P.; Tegos, G.P.; Wainwright,
M. Light-based technologies for management of COVID-19 pandemic crisis. J. Photochem. Photobiol. B Biol. 2020, 212, 111999.
[CrossRef]
11. Pendyala, B.; Patras, A.; Pokharel, B.; D’Souza, D. Genomic Modeling as an Approach to Identify Surrogates for Use in
Experimental Validation of SARS-CoV-2 and HuNoV Inactivation by UV-C Treatment. Front. Microbiol. 2020, 11, 572331.
[CrossRef] [PubMed]
12. World’s First Antiviral Face Mask with Active UV-C Sterilizing Makes It Easy to Breathe 99% Clean Air. Yanko Design. Available
online: https://www.yankodesign.com/2020/07/18/worlds-first-antiviral-face-mask-with-active-uv-c-sterilizing-makes-it-
easy-to-breathe-99-clean-air/ (accessed on 4 October 2020).
13. Oracle Lighting Develops COVID-19/Virus Neutralizing UV-Light Face Mask for Consumer/Medical Use—TWICE. Avail-
able online: https://www.twice.com/the-wire/oracle-lighting-develops-covid-19-virus-neutralizing-uv-light-face-mask-for-
consumer-medical-use (accessed on 4 October 2020).
14. Ludwig-Begall, L.F.; Wielick, C.; Dams, L.; Nauwynck, H.; Demeuldre, P.F.; Napp, A.; Laperre, J.; Haubruge, E.; Thiry, E. The use
of germicidal ultraviolet light, vaporised hydrogen peroxide and dry heat to decontaminate face masks and filtering respirators
contaminated with a SARS-CoV-2 surrogate virus. J. Hosp. Infect. 2020, 106, 577–584. [CrossRef]
15. Khandual, A.; Rout, N.; Verma, S.; Patel, P.; Pattanaik, P.; Luximon, Y.; Kumar, A.; Nayak, R.; Suar, M. Controlled nano-particle
dyeing of cotton can ensure low cytotoxicity risk with multi-functional property enhancement. Mater. Today Chem. 2020, 17,
100345. [CrossRef]
16. Khandual, A.; Luximon, A.; Sachdeva, A.; Rout, N.; Sahoo, P. Enhancement of Functional Properties of Cotton by Conventional
Dyeing with TiO2 Nanoparticles. Mater. Today Proc. 2015, 2, 3674–3683. [CrossRef]
17. Parham, S.; Chandren, S.; Wicaksono, D.H.B.; Bagherbaigi, S.; Lee, S.L.; Yuan, L.S.; Nur, H. Textile/Al2O3–TiO2 nanocomposite as
an antimicrobial and radical scavenger wound dressing. RSC Adv. 2016, 6, 8188–8197. [CrossRef]
18. Buonanno, M.; Welch, D.; Shuryak, I.; Brenner, D.J. Far-UVC light efficiently and safely inactivates airborne human corona-viruses.
Res. Sq. 2020, 1–21, in review. [CrossRef]
19. Naylor, G.R. Measurement of the dynamic moisture buffering potential of fabrics. Text. Res. J. 2018, 89, 739–747. [CrossRef]
20. Wang, S.X.; Li, Y.I. Coupled heat and moisture transfer. In Clothing Biosensory Engineering; Elsevier Inc.: Amsterdam,
The Netherlands, 2006; pp. 235–251.
21. ISO. ISO 15858:2016(en) UV-C Devices—Safety Information—Permissible Human Exposure. 2016. Available online: https:
//www.iso.org/obp/ui/#iso:std:iso:24444:ed-1:v1:en (accessed on 1 August 2018).
22. Commercial and Industrial UV Light Sanitizers | LED Lighting Supply. Available online: https://www.ledlightingsupply.com/
industrial-lighting/commercial-and-industrial-uv-light-sanitizers (accessed on 4 October 2020).
23. Renzel, A. Disinfection with UVC, General Information, UV Lamps and Disinfection Systems, UV Measurement for UVC Disin-
fection Applications. 2016, pp. 1–12. Available online: https://www.uv-technik.co.uk/assets/Uploads/product-documents/
Disinfection-with-UV-C-E-v1.4.0.pdf (accessed on 1 September 2021).
24. Crilley, L.R.; Angelucci, A.A.; Malile, B.; Young, C.J.; VandenBoer, T.C.; Chen, J.I.L. Non-woven materials for cloth-based face
masks inserts: Relationship between material properties and sub-micron aerosol filtration. Environ. Sci. Nano 2021, 8, 1603–1613.
[CrossRef]
